[A comparison of methods for the determination of A2 hemoglobin].
Three different methods to assess haemoglobin A2 concentration (microchromatography and cellulose acetate electrophoresis with further elution of the bands or measured by densitometry) were compared among them. A statistical significant difference (P less than 0.05) was found between densitometry and the other two methods. Microchromatography and the elution method showed no statistical difference between them. The most important technical aspects of each method as well as some possible error factors were also discussed.